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FOREWORD

This study was done by The Bendix Corporation, instruments & Life
Support Division, 2734 Hickory Grove Road, Davenport, lowa 52808, under
Contract Number AF33(615)2443, in support of Project No. 6373, “Equipment
for Life Support in Aerospace', and Task Mo. 637302, 'Respiratory Support
Equipment''. This program was conducted under the sponsorship of the
Aercspace Medical Research Laboratories, Wright-Patterson Air 7~rce
Base, Ohio. The contract monitor was Mr. Clemzns M. Meyer of the Bio-
technology Branch, Biomedical Laboratory. The project leader for the
Instruments & Life Support Division was Peter Wildermuth, Staff Scientist
was Cr. George H. Bancroft, Senior :ngineer was Dr. Blase J. Sollami
who provided technical consultation and the Chief Engineer Paul Gardner
provided administrative supervision. The report summarizes work begun
i April 1965 and concluded 30 September 1966.

This technical report has been reviewed and is approved.

Wayne H. Mc Candless

Technical Director

Biomedical Laboratory

herospace Medical Research Laboratories
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ABSTRACT

A system was designed and built for testing activated charcoal as
a regenerative carbon dioxide adsorbent in an at~wsphere involving oxygen
pressures of 240-275 mm lHg. Barnebey Cheney KB-1 charcoal was used, and
the system gas flow rate was 160-340 liters/minute. The gas stream was
composed of oxygen, humidified to 50%. Carbon dioxide was added to simulate
the production rate of two men. Because of the subatmospheric operation,
the system was 2 closed loop design and any carbon dioxide not adsorbed
on the first pass through the charcoal ccntinued Lo circulate through the
system. The charcoal was subjected to an ambient room temperature of
approximately 27C, and the gas stream controlled ar 26.7 % 2.7C during
the adsorption testing. Regeneration of the charcoal .as by vacuum.
The testing program demonstrated that charcoal will continue to adsorb
carbon dioxfde at a significant rate after repeated cycling with no
apparent change or degradation. The presence of water vapor in the gas
stream tends to reduce the capacity cf the charcoal for adsorbing carbon
dioxide. However, it is readily removed from the charcoal by vacuum and
exhibits no cumulative effect on the carbon dioxide adsorptive capacity
of the charcoal.
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INTRODUCTION

Since the durations and crew sizes of future space missions are to
be increased, this will necessarily place a greater demand on the air-
purifying systems presently in use. To meet this demand, development
of a system using regenerable adsorbents for removal of C0y which will
meet the stringent weight and volume requirements is considered necessary.

Several possible regenerative systems for the control of carben
dioxide in a manned-space vehicle have been studied. These studies
were conducted by the University of lcwa Chemical Engineering Depart-
ment and Dr. K. Kammermeyer under the direction and sponsorship of
The Bendix Corporation. The adsorbents investigated included molecular
sieves, silver oxide, activated charcoal, and a silver oxide - activated
charcoal mixture. At the conclusion of that investigation, activated
charcoal was determined to be an adsorbent that bore further study.

Sixteen varieties of activated charcoals were screened during this
testing period and six showed superior adsorption capacity from a dry
100% carbon dioxide gas stream. Some preliminary work had been done
with Barneby Cherey KB-1 activiated charcoal before the screening program
had been complated. When none of the other charcoals screened offered
any significant advantages over it, we decided to continue the preliminary
testing program with KB~1. Throughout the testing program, KB-1 charcoal
held up extiremely ..ell and showed no degradation upon repeated cycling.
Therefore, we decided to use it ‘n the laboratory-type regenerative
carbon dioxide removal system.
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SECTION 11

TEST SYSTEM

TEST LoOP

A schematic of the test apparstus is shown in figure 1. The oxygen
ts supplied from a 50-cubic inch pressure cylinder with an zttached pressure
regulator and pressure gauge that rests on a laboratory balance. From the
cylinder the oxygen passes through a modified Model 29240 Bendix oxygen
demand regulator that serves as the primary system pressure centroi. The
demand regulator allows oxygen to flow into the canister until a pressure
of approximately 247 mm Hg is reached and then automatically stops the flow
of oxygen into the system.

The carbon dioxide is supplied from a2 similar 50-cubic inch pressure
bottle-baiance arrangement and fed through a flowmeter to maintain a
relatively uniform flow rate during adsorption. Some variations occured
in the flow rate and the actual addition rate ran closer to 1.5 g/min
than the desired 1.67 g/min. This caused little concern since the true
weight of added gas was detemined by the baiance.

The blower used to circulate the gas thicvgh the test loop is a
sliding vane ‘ype unit, specially designed to be leak tight. The ouiput
of the blower can be varied from apsroximately 160 to 340 liters/min
by a variable speed pully and V-beit arrangecent.

The flow through the system is measured by z Hational Instruments
VYol-0-Flo $/H2592 flovw element and is read out oa a water manometer.
This gives a stated fiow-rate accuracy of % §.5%.

The humidity control system, showr in figure 2, used for regulating
the himmidity in the test loop consists of a device that sprays water into
the gas stresm at 10C with saturation resulting at this tecgerature. The
temperature of the gas stream is then raised to 27C by a thermustatically
controlied electric heater, giving a resultant 593 relative huxidity at
this higher temperature. The humidity is measured by a Minneapolis
Honeywell SSP-128801 humidity sensor which fed into a Hinneapolis Honeywell
SSP136FG11 converter and is read cut on a Hewlett Packard voltmeter, Modei
412A VYacuun Tube HCVTVH.

The pressure of the canister and test ioop during adsorption is measured
using mercury barometers.

A partial evacuvation pump, Air Shield G-4 Diaphragm pu=p, is used to
investigage the possibility of saving part of the system oxygen by returning
it to the test loop before complete desorption.

The carbon dioxide content of the circulating gas stream is monitored
by « Greenbriar thermal conductivity analyzer, Model ho. T/C0%, with read-
out by a Leeds and Northrup Speedomax H recorder calibrated to give the
carbon dioxide conzent of the gas stream versus time.
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Since the thermal conductivity analyzer requires a pressure slightly B

above atmospheric for operation, and the gas stream during adsorption is
controlled at apnroximately 1/3 atmosphere, the gas must be brought to a
higher pressure for analysis. Air Shield diaphragm pumps are used because
they have no rotating seals and are not susceptible to leakage. Contamina-
tion is also eliminated because there are no sliding or rubbing parts. Since
diaphragm pumps have limited pressure capacities, the pumps are staged to
move the gas from 250 mm Hg absolute to above atmospheric pressure, and this
is accomplished by using two pumps in series.

As can be seen in figure 1, the gas sample passes through a column
of Drierite to remove any moisture, since the thermal! conductivity analyzer
is susceptible to water vapor. After passing through the drying column, the
sample is divided, one half goes directly into the analyzer (sample side)
and the other half through Ascarite® a carbon dioxide scrubber, and then
another drying column on the reference side. This is done so that the
samples 3olng into the analyzer have exactly the same gas makeup, except
that carbon dioxide is absent from the reference stream.

CHARCOAL CANISTER

The general overall design of the canister is shown in figure 3. It
contains approximately 14.5 kg of Barnebey Cheney KB-1 activated charcoal.
The charcoal is divided between four fiberglass bags containing aoproximately
3.63 kg each. The charcoal bed is 34.3 cm long and 29.6 cm in diameter.

At each end of the charcoal bed is a polyurethane foam filter held in place
by stainless steel screens. The body of the canister is made of stainless
steel and is constructed from three basic sections: a cylindrical section
and two dome end seciions. One of the dome ends is welded directly to the
cylindrical section, forming the lower port°on of the canister. The outer
or top end is attached py means of a flange joint, sealed with an 0O-Ring
and held in place by 12 equally spaced 3/8-inch bolts.

Located in the upper dome of the canister are the outlet port to the
circulation loop, the vacuum port for desorption, a pressure tap for measuring
the pressure drop through the canister and mounting the oxygen demand regulator,
and a tap for measuring pressure during the evacuation period. The port for
the gas inlet, the partial evacuation port, the differential pressure tap, and

another tap for measuring pressure during evacuation are located in the lower
dome.

VALVES

The inlet, outlet and vacuum ports are each fitted with a General Controis,
tnc. electricaily operated gate valve. The valves on the inlet and outlet air
stream are identical and have ports 2.74 mm in diameter. The valve on the partial
evacuation port is a manually operated quick opening HoKe globe valve, having a
port size of 0.56 mm in diameter. These valves were leak checked and the largest

leak found was in the vacuum valve which had a leak rate of less than 2.9 x 10~
cc of helium per second.
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VACUUM GAUGES

As shown in figure 3, the three vacuum gauges are located in the pleaum
chambers at either end of tne canister and at the center of the charcoal bed
to determine the pressures in the canister during desorption. They also
indicate the time lag In evacuation pressure from one end of the bed to the
other during the desorption cycle. The gauges are NRC thermocouple type

521 with a type 721 NRC readout, having a pressure range of | to 2500 microns.

TEMPERATURE GRADIENT WiTHIN THE CANISTER

Twenty thermocouples placed in the charcoal bed at the points indicated
in figure 3 enter the canister through five Conax fittings. Each fitting
contains eight wires (four thermocouples). Leak tightness around the thermo-
couple wires is insured by the lava sealant through which the wires pass.

The thermocouple wires used are iron versus constantan and are readout with
a Minneapolis Honeyviell Model No. i56 x 11 PS-WI3 vertical scale precision
indicator.

PRESSURE DROP THROUGH THE CANISTER

Four taps are included in the canister for measuring pressure drop
during testing. These taps are fitted with quick-opening stainless steel
globe-type valves. By using the ports in various combinations, pressure
drop through the entire canister, through the charcoal only, or through
either of the fiiters can be measured. Pressure drop is measured using
a standard water manometer.

FILTERS

A polyurethane foam filter 2.54 cm thick, with a density of 20 kg/m3
is located at either end of the charczal bed. These filters are included
to trap any dust which might come from the charcoal during the adscrption-
disorption cycling. The Filters and charcoal are both supported by wire
mesh reinforced screens.

These supports are held in place by means of a wave washer in the upper
end of the canister. The scrzens are supported by rings welded into each
dome end of the canister, which prevent compression of the polvurethane
foam from the weight of the charcoal and the compression of the spring.

VACUUM SYSTEM

Evacuation of the canister is accomplished by ccmbining a Welch Duo
Seal Model 1397B vacuum pump, with a pumping capacity of 425 liters/minute
and an ultimate vacuum of 0.1 microns Hg, and a National Research Corpora-
tion Hodel 0314 liquid nitrogen coid trap, modified with the addition of a
liquid nitrogen reservoir and a drain valve for removal of water condensed
during desorption.

The test system is shown in figures 4 and 5.
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SECTION 111

SYSTEM OPERATICN

The system was designed to operate in an atmosphere within the foilowing
environmental limits.

(1) Carbon dioxide level, 3-8 mm Hg

(2) Water vapor - 50% relative humidity

(3) Oxygen level, 240-250 mm Hg

(4) Total pressure, 240-275 mm Hg

(5) Carbon dioxide production rate, 100 grams/hour
(6) Temperature, 26.7 2 2.7C

The testing program was oriented toward collecting data primarily in
the tollowing areas:

(1) Carbon dioxide capacity and operating level

(2) Flow rate for two-man capacity

(3) Duration of cycle times for adsorption and desorption cycles
(4) Operating temperature ranges

(5) Power requirements

(6) Heat output

(7) Pressure drop across the system

(8) Air losses of the system

In the adsorption cycle the gas stream flcws through the canister of
charcoal from bottom to top. Carbon dioxide is adsorbed in the process and
the gas stream exits through the outlet valve. At the end of the adsorption
cycle, the inlet and outlet valves are closed and the canister is ready for
desorption. At this point the partial evacuation pump can be employed to
reduce the gas losses from the system. [f the partial evacuation pump is used,
the pressure in the canister is reduced and the removed gas is pumped back
into the circulation loop. The vacuum valv: is then opened and the charcoal
is stripped of its carbon dioxide, adsorbed water, snd any remaining oxygen.

If the partial evacuation pump is not used, this step is omitted and the

vacuum valve is opened immediately after the inlet and outlet valve are
closed.

The system was operated as a closed test loop and was leak checked witn
a helium mass spectrometer before adsorption testing to prevent atmospheric
gases from leaking into the system during operation. The only gas loss during
adsorption was the negligible amount consumed by the analyzer during testing.
More than 100 adsorption runs were performed during the testing phase, and the
carbon dioxide content of the gas stream was monitored continuousiy during
adsorption by the thermal conductivity analyzer.

The analyzer was calibrated and the accuracy cetermined to be % 0.5%,
traceable to the National Bureau of Standards.
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As a check on the calibration of the overall system, the analyzer was
attached to the test loop and the inlet sample aas monitored during an
adsorption test run.

Figure 6 shows an example of the curve obtained. The curve remains
at a constant 1.1% carbon dioxide from 8 minutes to 13 minutes, indicating
that steady-state adsorption has been achieved betwee~ the time that the lag
of the analyzer (to be discussed later) has been overcome and the time when
carbon dioxide appears in the effluent. By comparing this portion of the
curve with the calculated average carbon dioxide percentage of th. gas stream,
based on the weight of carbon dioxide removed during adsorption and the flow
rate through the system, a maximum deviation of 0.5% was found for ali of the
adsorption runs checked, with most deviating less than 9.2%. The run shown
in figure 6 had a calculated carbon dioxide percentage of 1.2% while the
analyzer showed 1.13. This indicates that the carbcn dioxide weight and
system flow rate measurements agreed closely with the calibration of the
analyzer.

20
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44__,}”’

1.0 [
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FIGURE 6. CARBON DIOXIDE CONCENTRATION OF THE INLET GAS
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The need to pressurize the gas stream for analysis mentioned in Section |1
led to time delay problems in the gas stream analysis for two reasons:

1. The need for the iwo pumps and the necessary plumbing to connect them
to the loop greatly increases the length of the sample line, which
increases the time required for the sample to go from the test loop
to the analyzer.

2. As the gas sample passes through the pumps, 8 great deal of mixing of
the gas front occurs, making it impossible to determine sudden changes
in the gas composition and as a result, it appears as a gradual change.

The method us2d to overcome the effect of this time lag was to feed carbon
dioxide into the system for a period of time (usually from 5 to &0 minutes) and
than to allow the blower te circulate the @3s stream throughout the charcozl
until the carbon dioxide percentage of the gas streaw reached equilibrium.

While this dces not overcome the analyzer time lzg, it gives a true indication
of the carbon dioxide adsorbed by the charcoal at that particuiar carbon dioxide
partial pressure. The one fault with this system is that it does not give the
percentage cf carbon dioxide in the gas stream at a specific time during adsorp-
tion and only estimates could be made.

12




SECTION IV

TEST PROGRAM

All test results reported are for Barnebey Cheney KB~1 charcos! operating
~In a leak-tight closed test loop at o total pressure of 250-275 mm Hg (oxygen
partial pressure of 240-250 mm Hg, carbon dlioxide partial pressure of 3-8 mm
Hg) and an adsorption temperature of 26.7 ¢t 2,7C. Tests were performed on
both' a dry gas stream and a gas streom having & 50% relative humidity and are
so speclfled. Gas flow rates glven are at system operating conditions unless
otherwlse speclfled.

PRESSURE DROP

Pressure drop tests were carried out on the various portions of the
canister before adsorption testing., The same tests were repeated at the
end of the testing program. The resulte of these tests are shown in flgures
7-10. Flow rates are given In liters/minute (LPM). The solld 1ine In the
graphs represents the pressure drop versus flow rate curve for the varlous
portions of the canister before cycling, and the dctted 1ine represents the
pressure drop at the completion of the testing program. The pressure drop
through both the charcoal and fllters Is quite low, The pressure drop tests
were run before and after the adsorption testing progrom to determine If
repeated cycling caused any dusting of the charcoal, with resultant !ncreased
pressure drop through the fllters, Very little change was noted. There appears
to be a slight Increase In the pressure drop through the top fllter. This Is
where most of the dust which might have been glven off would be collected, since
the flow was from bottom to top. The Increase Is so slight as to be within the
Iimits of experimental error, and the increase wes sufficiently small that If
It |s caused by dusting It would not be harmful to the opsration of the systam.
The actual amount of dust that may have been collected by the filter could be
determined by removing the flliter and physically examining it, This was not
done since the canister was leak tight and further testing was planned with It,

HEAT OUTPUT AND OPERATING TEMPERATURE

A1l tests were performed with the gas stream at 26.7 £t 2,7C durlng
adsorption, No attempt was made to control the temperature of the charcoal,
Since the primary purpose of this Invest’' _.lon was to determine the abillty

of activated charcoal to withstand rep carbon dloxide adsorption at
room temperature, and subsequent vacu. worptlon cycling without the ald
of supplemontal heating, the charcoal w. .ubjected only to smbient room

temperaturc. Even though the temperaturc of the gas stream was held
constant during adsorption, there were significant temperature changes
noted In the charcoal,

Typlical temperature profiles for the charcoal bed during adsorption

and desorption respectively are glven in tables | and I (Appendix) for
both a dry gas stream and a gas stream having 50% relative humidity., There

Best Available Copy
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is a warming of the bed during adsorption and a cooling during the desorption
period. The temperature changes were much greater for the humidified gas
i stream than for the dry gas, resulting from the adsorption and desorption of
water by the charcoal.

Table 111 (Appendix) shows a typical temperature profile of the charcoal
bed before and after pressurizing with oxygen at the start of the adsorption
cycle. There is a noticeable temperature incresse when the canister is pres-
surized with oxygen to 240-250 mm Hg. This is an indication that some oxygen
E is being adsorbed by the charcoal. |f none were adsorbed, the expected tempera-
ture change would be a lower temperature, owing to the gas expansion as the
oxygen is being fed from a high pressure cylinder into the evacuated canister.
The actual quantities cf oxygen adsorbed will be discussed further under
: “Air Losses of the System.'

AlR LOSSES OF THE SYSTEM

When the charcoal is desorbed by vacuum, the air lowses of the systems
are the adsorbed oxygen and water vapor plus the nonadsorbed water vapor and
oxygen in the void space.

The oxygen losses of the system were determined from the amount of oxygen
required to initially pressurize the canister to 240-250 mm Hg foilowing the
desorption portion of the cycle. The average amount of oxygen required over
the entire testing program was 76 grams to pressurize the whole system. Of
th’s quantity, approximately 2 grams were required to pressurize the test loop
and 74 grams to pressuize the canister alone. |If none of the oxygen were re-
moved by the partial evacuation pump before total evacuation of the canister,
7k grams of oxygen would be lost per cycle. The amount of oxygen required for
pressurization represents a significant amount of adsorbed oxygen.

The volume of the canister is 42 liters; therefore, from the ideal gas law
(PV=nRT) the canister should require approximately 17.5 grams of oxygen at
operating temperature and pressure, if there were no charcoal and filters
present. The charcoal occupies 24.6 liters and the filters 3.7 liters, or a
combined volume of 28.3 liters. The charcoal has a void volume of 73% and,
assuming approximately the same void volume for the filter, there would be
7.6 liters physically occupied by the charcoal and filters. The canister
would therefore have a total void volume of 34.2 liters _ad shou.d have a2
capacity of 14 grams of uxygen at 245 mm Hg and 27C. Thus, an average of
approximately 60 grams of oxygen is adsorbed per cycle.

Yo determine the quantity of oxygen adsorbed by this means, a plenum
simulating the canister was attached to the test loop and the weight of
oxygen required to pressurize it was compared with the calculated quantity
that shouild be required based on the ideal gas law. This gave a good check
wherein a difference of less than one gram was noted. A similar check was
not made on the canister because of the difficuity in removing and rein-
serting the 20 thermocouples spaced through the charcoal.

18
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To determine if the amount of oxygen adscrbed was directly proportiona!l
to pressure, a series of tests was performed to determine the quantity of
oxygen required to pressurize to various pressure levels. The amount of
oxygen required to pressurize to a number of different levels between 21 mm
Hg and 358 mm Hg was determined in two different manners. First, the canister
was evacuated to less than 500 microns, pressurized stepwise to 21, 34, 54, 87,
141, 226 and 258 mm Hg with the amount of oxygen required for each step, and
then weighed and recorded. Following this, a 20-minute adsorption run was
performed; the canister was evacuated to 226 mm Hg, brought back to 258 mm Hg
with oxygen, evacuated to 141 mm Hg with oxygen etc. through 21 mm Hg with the
oxygen weighed and recorded each time. The second method was applied to determine
if the adsorbed water and carbon dioxide had any effect on the g.antities of
oxygen adsorbed by the charcoal. Virtually no difference was ncced in the
results found by the two methods. The tests were repeated several times and the
average results are shown in figure 11. Also shown in this figure is the theo-
retical amount of oxygen required if the canister was empty, and also the amount
required assuming a void volume of 34 liters, as discussed.

The water losses from the system were determined by measuring the water
removed from the liquid nitrogen cold trap, following desorption of the charcoal.
The humidifier system created a constant 50% relative humidity in the gas stream
flowing into the charcoal, and was monitored by a humidity sensor. The higher
the flow rate, the higher the quantity of water adsorbed. Thus, the maximum
wat..r loss occurred at the maximum flow rate of the blower.
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Operating at the maximum flow rate of 340 literc per minute, the average
amount of weter remcved was 1.9 grams per minute of adsorption time. There
was considerable variation in the amount of water removed from the cold trap
fron run to run, with fluctuations of 1.7 - 2.2 grams per minute oi adsorption
time. The variation was caused by failure to desorb all the water on one run
which subsequently became part of a succeeding run.

A humidity sensor that had a range of 35-70% relative humidity was located
at the outlet of the canister. Even after adsorption periods of 35 minutes the
humidity dic¢ not reach the 35% mark, and therefore tha sensor proved to be of no
value in measuring the water loss from the system.

CARBON DIOXIDE CAPACITY

The majority of the testing program was devoted to determining the carbon
dicxide capacity of the charccal. More than 100 adsorption-desorption cycles
were run to determine its capacity to adsorb from both a dry gas stream and a
gas stream having 50% relative humidity.

The first adsorption tests were conducted with a dry gas stream, as were
several of the last cnes. This was done in order that comparisons could be
made to determine if the charcoal retained uniform adsorptive capacity while
adsorbing carbon dioxide from both a wet and dry gas stream. Figure 12 shows
the results of twe typical adsorption tests in which the carbon dioxide concen-
tration was monitored on the effluent stream. These two tests were carried out
under nearly identical conditions at a tota! gas stream flow rate of 340
liters/min with the only significant difference being a carbon dioxide flow
rate of 1.4 g/min for run number 18 and 1.5 g/min for number 74%. This higher
addition rate resulted in a slightly higher percentage of unadsorbed carbon
dioxide in the gas stream. Figure 13 shaws the effect of varying the adsorp-
tion time with a dry gas feed of 340 iiters/min. All four adsorption runs
were carried out under nearly comparable conditions, except for the addition
times which varied from 5 to 35 minutes. As can be seen, esach increase of
adsorption time of 10 minutes shows an increase of approximately 0.8% in the
final carbon dioxide content of the effluent gas stream, indicating that the
carbon dioxide adsorptive capacity of the charcoal is directly proportional
to the partial prossure of the carbon dioxide.

Figure 14 shows a composite curve of the results of all the adsorption
tests with a dry gas stream at the various flow rates. This curve results
from plotting the final carbon dioxide percentage of the effluent gas stream
against th: time period for which carbon dioxide was added to the system at
a relatively constant rate. Here, again, the 9.8% increase in carbon dioxide
percentage can be seen for each 10 minute increase in addition time.

Figure 15 represents test data obtained in comparing the weight of
carbon dioxide added versus addition time for the same tests preserted in
figure 14. This second plot eliminates the effect of variations in the carbon

dioxide flow rate, which is not taken into account when the plot is made in
terms of addition time.
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The composite curves of both figues 14 and 15 take the form of a
straight line. Since some of these points represent early adscrption runs,
and some later tests, it is evident that there is no change in the adsorp-
tive capacity of the charcoal after repeated cycling. This also indicates
that the adsorptivn capacity of the charcoal is directly proportional to the
carbon dioxide partial pressure of the dry gas stream from which it is
adsorbing, at least over the pressure range investigated.

Figure 15 also shows the carbon dioxide increase of the system with
respect to the weight cf the carbon dioxide added, if none is being adsorbed
by the charcoal. This line is based on the 34 liters free volume of the canister,
discussed under "Air Losses from the System.'' The difference between these
two lines gives the total grams of carbon dioxide adsorbed.

This testing program showed that the activated charcoal can be repeatedly
recycled and will continue to adsorb carbon dioxide from a dry gas stream at a
uniform rate with no apparent degradation. & quantity of 14.5 kg of KB-1 charcoal
will adsorv approximately 58 grams of carbon dioxide before reaching the maximum
design limit of 3.2% carbon dioxide at 250 mm Hg total pressure. At a flow
rate of 100 grams per hour, this could allow an adsorption time slightly over
34 minutes. The zests also showed that cycling the charcoal with a gas stream
having a 50% relative humidity does not affect its ability to adsorb carbon
dicxide from a dry gas stream.

HUMIDIFIED GAS FEED

A large number of adsorption tests were carried out using a gas fcod
having a relative humidity of 50Z. The actual amcunt of water to which the
charcoal was exposed varied directly with the flow. Since the gas stream was
held at a constant 50% relative humidity, the morz gas that passes through the
charcoal the more water vapor that comes in contact with the charcoal.

Figures 16 and 17 show the effect of a humidified gas stream cn the
adsorptive capacity of activated charcoal. Figure 16 shows two typical 10
minute adsorption runs carried out under nearly identical conditions except
Run No. 15 was a dry gas stream and Run No. 22 was a humidified stream. As
can be seen, the water vapor has a definite degrading effect on the adsorptive
capacity of the charcoal. The slope of the humidified stream curve is greater,
indicating a slower adsorption rate of carbon dioxide and the final percentage
of carbon dioxide in the gas stream is greater, indicating lower capacity.
Another significant difference is the small peak or hump which appears in the
adsorpticn curve of Run No. 23 in the time period from approximately 18 to 23
minutes. This is characteristic of the analysis of the humidified gas stream.
This peak appears to be caused by carbon dioxide that is not adsorbed initially
by the bed. Figure 17 shows basically the same thing but for an adsorption
period of 20 minutes. Run No. 68 is a dry gas stream analysis and Run No. 52
shows the same peak as noted in No. 23. HKere again, the curve for the
humidified stream has a greater slope anZ the final effluent carbon dioxide
percentage is higher than for the dry gas stream.
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Figure 18 shows the effect of varying the adsorption time when adsorbing
from a humidified gas stream. All of the tests were carried out under nearly
identical conditions except for the length of the carbon dixoide addition
time. A comparison of these curves with those of figure 13 shows that the
humidified adsorption runs do not have the same degree of adsorption uniformity
as the dry gas stream tests. The dry gas stream showed an increase of approxi-
mately 0.8% for each 10 minutes of addition time, but this was not the case
when the gas stream had water vapcr present. The first 10-minute addition
resulted in a carbon dioxice percentage of 0.95%, the next 10-minute addition
time resulted in an increase of 1.3%. Both of these increases are typical
of results normally found and fall close to the composite curve figure 19.

The 30-minute addition time shown in Run No. 86 resulted only in an increase
of 0.95% carbon dioxide over that found for the 20-minute run, No. 66. This
does not agree with the composite results shown in figure 19. It is typical
however of the variation found in the humidified analysis, but not found in
the dry gas analysis. Results cshown in figure 19 indicate that for a 30-minute
adsorption period the final carbon dioxide percentage should be greater than
3.5% {(the highest percentage that could be read on the analyzer as it

was calibrated). Other adsorption uttempts of 30 minutes produced results

of over 3.5% which were higher than could be read on the analyzer. Therefore,
while Run No. 86 is not a typical run, it is indicative of the variations
found in some of the humidified tests.

Figure 19 represents the composite results of all humidified test
results in terms of the carbon dioxide percentage of the effluent gas stream
versus addition time, while figure 14 is for the dry gas stream.

Figure 20 shows the same informaticn, however, it is plotted in terms
of grams of carbon dioxide added versus carbon dioxide percentage of the
effluent gas stream.

A comparison of the carbon dioxide adsorbed from a dry gas stream and
from a gas stream having a relative humidity of 502 is shown in figure 21.
The charcoal adsorted slightly more carbon dioxide from the dry stream than
from the humidified one. In terms of weight ~¢ carbon dioxide adsorbed, this
is an insignificant quantity. However, in terms of carbon dioxide percentage
increase of the effluent gas stream it is significant. Ffor example, with an
input of 34 grams of carbon dioxide {two man output for 20 minutes) the
difference is approximately 0.13 grams more adsorbed from the dry gas stream
than from the humidified stream. Percentage-wise, there is a difference of
0 5%, since the carbon dioxide percentage in the effluent gas stream w=s
1.82 for the dry stream and 2.3% for the humidified gas stream. The difference
becomes greater as the carbon dioxide input increases, i.e., the longer the
adsorption time. In view of the data accumulated, adsorption cycles are
anticipated to be 20 minutes in duration. For this period of time the
humidity appears to have a minimal effect on the actual quantity of carbon
dixoide adsorbed.

REDUCTION OF AIR LOSSES FROM THE SYSTEH

A diaphragm pump was included in the test loop so that some of the




-

SINIL NOILIGOY QaIIYVA HLIM
WVIYLS SVO OIIFITINNH VY WONS NOILJINOSCY 3I0IX0IG NOB&VO '8 3¥NSl<
{ NIW) IWIL
Sh ov Ge G2
‘NIW O
88 NNY
‘NIN 02 \
99 NNY
L7108 ¥
"NIW 0% Lnove €5
98 NAD LN ovE oy
31VH MON4  POO WD 'ON NNY

BIRGY PHINHISHR W

= 0 o
~N -— —

0
o~
JIVUNIIYIS F01X0/G NOEH VI




e - B DRI AT
T Lot Ll TR TR PP R T ah o x o nmmmened
Prassormsasemmunen x o ot somecons e PRI VRPN T T R T T

p— g

T B

SYSTEM FLOW RATE ¥ARED FROM 150- 340

UITERS/MN WITH A COKRSTANT CARSIN

DOXDE FLOWMETER SETTING

L

45

33

20 25 30
TIME [ MIN

=3

L]

w S a a

(2] o~ - -~

JOVINIIYId 301X0I0 NOBNYVD

35
3C

(s3]

FIoURE iS. COMPOSITE FOR ORY GRS FEED LD S50% RELTRE MATY (TXE)

N\

[T s |

Mg B e e 3¢
» wrmrnpes § 1 v«
- %Y PN
. . P T LT
/ i aferia o on vl

A8

y B sy

raneosen

<
BEISHT (572MST

30

SYSTEM FLOW RATE VARIED FROM #60-340
UTERS/MI wilr: & CONSTANT CAROIN

OICXDE FLOWMETER SETTHG
i
i

" ) ) Q ) )
" m ~N ~ - -

JOVINIDY XA FIX0I0 NORHYD

oS5

da(nablad 3t

N

FISLRE 20 COMPORTE FOR GAS FEED MEYNS 50% FPELATINE HAMINTY { WEISKT )

I " m

SL VI




IR |

e s s T R
7

2P

WVIYLS SV GIIHITINNH ¥ OGNV
AYO VY WOYS NOILJINOSAY 30IX0IG NOBHVOI H@ NOSIHVIWNO0I ‘Ie 3HN9IA

(SWVY9 ) LHEIIM
09 St 1014 Sl
)i .
s
\
’
’
\‘
Z
7
i HY % 0§ WV3IHLS €79 =
WV3HLS SV AHQ ——
L7 'ONILLIS ¥ILIWMOTS 3AIXOI0
e NOBUYD LNVASNOD ¥ HLIM NIW/SH3LIN
s / 0§ -091 WOHA O3IMVA 31V MO N3LSAS
P

S0

o'l

sl

28

o¢

FWUNIIHIS 30IX0IT NOESVI

g¢

ot

qc




gases could be pumped from the canister into the test loop before complete
evacuation. This was done to determine the possibility of using this method
to reduce some of the air losses from the system. To prevent excessive
pressurization in the test loop, a plenum tank was added to the system for
these tests. The method used for analysis was to pump some of the gas from

3 the canister into the plenum, record the pressure in the canister before and
E after the gas remova), and then analyze the gas in the plenum for carbon

r dioxide content using the thermal conductivity analyzer. By using the

data obtained in this manner, and the data given in figure 11 (Oxygen Required
to Pressurize) the weight of carbon dioxide desorbed at various pressures can
be determined. Figure 22 shows a typical desorption curve obtained in this
manner. A comparison of this curve with figure 11 shows that at 60 mm Hg,
1.6 grams of carbon dioxide have been removed from the charcoal (15 grams
were added during the adsorption period). Figure 11 shows that at this same
pressure 18 grams of oxygen would remain on the charcoal. Since 76 grams
were originaily required for pressurization, this means that 58 grams of
oxygen are desorbed by this methcd.

The lowest pressure obtainable with the diaphragm pump was approximately
60 mm Hg. Further testing needs to be carried out at even lower pressures,
since this method appears to hold a great deal of promise for reducing oxygen
losses of the system.

No attempt was made to determine if any of the water vapor was removed
during this ''Partial Evacuation Testing."

DURATION OF CYCLE TIME

The duration of the adsorption cycle time can be determined directly
from figures 14 and 19 for dry and humidified gas streams, respectively.
In a dry gas stream 60 grams of carbon dioxide must be added before the
design limit of 3.2% in the effluent gas stream is reached. However, in
a humidified stream only 47 grams are required to reach this limit. Con-
sequently, for a humidified gas stream with a carbon dioxide input of 1.67
g/mi~, {(two men), operating with a oxygen partial pressure of 247 mm Hg,
th: maximum adsorption time would be 26 1/2 minutes and for a dry stream
"t would be 36 minutes. Cycle times for other carbon dioxide feed rates
and maximum percentages can also be taken directly from these two graphs.

Figure 23 shows the minimum pumpdown time obtainable for the charcoal
with the vacuum system used. This curve was for desorption following ad-
sorption of carbon dioxide for a 30-minute pericd from a dry gas stream.
Considerably longer desorption times were required when the charcoal had
been exposed to a humidifiad gas stream and they were directly proportional
to the length of the adsorption cycle.

As previously discussed, the activated charcoal adsorbs water vapor

more readily than carbon dioxide and thus the quantity of adsorbed vapor
increases as the adsorption time increases. Since the evacuation system
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of the test loop has a fixed pumping speed, the addition of adsorbed water
vapor on the charcoal also increases the quantity of gases to be desorbed.

To determine the minimum desorption time necessary, a series of tests
was performed whereby the adsorption time was held constant and the de-
sorption time was reduced. The adsorption cycle was of 20 minute duration,
using a 502 humidity gas stream flowing at 340 liters/min, and a carbon
dioxide addition rate of about 1.67 g/min. After each desorption cycle,
the test loop was evacuated and the system was then pressurized tc oper~
ating pressure, At this time the carbon dioxide concentration of the entire
system was determined.

The carbon dioxide concentration in the system after repressurization
for the various Zesorption periods is shown in figure 24. Also included
in the figure is the lowest pressure achieved in the canister at the upper-
most vacuum gauge which corresponds to the time of desorption.

From these tests, it was determined that an evacuation period approxi-
mately equal in time to the adsorption period is necessary for adequate
desorption when using a humidified circulating gas stream. With space vacuum
this time period may be further reduced. However, this is not essential
since the design concept was a two canister system with equal length cycles
and was achieved with the vacuum system used. |f the pumping time can be
improved by using space vacuum, there would be a weight savings, and one
canister should be adequate because only 1 or 2 minutes desorption time
would be required.

The pressure differential was considerably different from top to bottom,
especially during the evacuation periods following adsorption from a humidi-
fied gas stream. Therefore, more than one vacuum port may be necessary to
reduce the desorption time of the canister significantly. Pressures during
the evacuation period varied from 400 microns at the top to 2000 microns at
the bottom of the canister. With space vacuum, it mavy prove beneficial to
include vacuum ports at each end of the bed to speed up the evacuation time.

FLOW RATE

The recirculating flow rate of the system could be varied from 1460 to
340 liters/min. by adjusting the speed of the blower. One characteristic
of the thermoconductivity analysis system is that the peak carbon dioxide
effluent concentration is a function of the recirculating gas flow rate.
For example, at the lower fiow rate of 169 liters/min, for both the dry and
humidified gas streams, the peak carbon dioxide concentration was reached
at approximately 12 minutes after completion of the carbon dioxide addition
to the system. At the higher flow rate of 280 liters/min this peak was
reached in approximately 8 minutes. When the flow rate was between 160 and
280 liters/min this peak was reached at times proportionate to the variation
in flow rate between these values.
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The foregoing time delays in the peak or equilibrium carbon dioxide
concentration of the effluent gas streams are shown graph.cally in figure 25.
The data presented in this figure are for 20 minute adsosption runs.

When an analysis of the inlet gas stream was made, the phenomenon of
the carbon dioxide effluent concentiration being a function of the recircu-
lating gas stream was noted but there were some differences. The peak con-
centration was not affected by fiow rate. Figu-e 25 shows that the final or
equilibrium concentration had the same time correlation as in the ou:let tests.

Figure 25 shows carbon dioxide concentrations with comparable inlet and
outlet gas streams for recirculating flow rates of 160 and 340 liters/min.
Runs 43 and 92 show the carbon dioxide ccntent of the inlet and outlet gas
stream for the flow rate of 160 liters/min, while the carbon dioxide content
for the 340 liters/min flow raie is shown by runs 68 and 55.

As expected, the equilibrium concentration for a given quantity of carbon
dioxide is achieved much more rapidly at the higher flow rate in a closed system.
At the system operating pressure of 245 m Hg, the equilibrium concentration is
slightly greater for the lower flow rate than for the higher flow rate for the
outlet gas streem.

Figure 25 also shows that with a fixed quantity of carbon dioxide a peak
of 2.18% was reached at the 160 liters/min flow rate as opposed to 1.70% for
the 340 liters/min flcw rate. This is because a constant amount of carbon
dioxide was flowing into the system in both cases, but at the lower flow rate
it was mixed with a smaller amount of the circulating gas stream, which in
turr resulted in a higher carbon dioxide concentration.

As the flow rate increases, the rate of unadsorbed carbon dioxide build-
up increases in the outlet gas stream. During approximately the first 10
minutes of each dry gas-stream cycle, the outlet concentration was independent
of the flow rate. This was true for all flow rates regardless of the inlet
carbon dioxide concentration for the range shcwn in figure 25. Beyond this
time period however, the carbon dioxide percentage of the outlet stream
increases more rapidly at the higher flow rate aid the equilibrium concen-
tration is approaced sooner.

The area between the respective curves for a given flow rate is directly
proportional to the quantity of carbon dioxide adsorbed by the activated char-
coal. Furthermore, the ratio of areas for the two flow rates shown in figure
25 is equal tc the inverse ratio of the flow rates. 1t can be shown that the
ratio of the flow rate to the area increases as the flow rate increases. For
the 20 minute adsorption period, there is a decrease in the guantity of carbon
dioxide adsorbed as the flow rate increases. This is better illustrated in
figure 26.

When the data are presented as in figure 25, the rate of carbon dioxide
adsorpticn is easily deiermined. Figure 26 shows the rate of carbon dioxide
adsorption as a function of time for the recirculating flow rates of 160 and
340 liters/min as presented in figure 25. Figure 26 also shows that the rate
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of carbon dioxide adsorpticn decreases slowly for the first 15 minutes of the
adsorption cycle, and then decreases more rapidly as equilibrium is approached.
These two curves have essentially the same shape and characteristics. The
initial carbon dioxide concentrations for the fiow rates shown in figure 26
were 0.76% at 340 liters/min and 1.83% at 160 liters/min. Therefora, it is
apparent that the rate of carbon dioxide adsorption is independent of the
carbon dioxide concentratiocn within these values.

Initially, the rate of adsorpticn for both the high and low flow rates is
similar. In comparing figure 25 and 25 it can be seen that practically all
the carbon dioxide added was adsorbed in the closed test system which had a
void volume of 3k liters. Figure 26 shows that in the beginning the rate of
adsorption is equivalent to the rate of carbon dioxide addition. It is only
after a 10 mirute period that the lower flow rate shows an increased rate of
carbon dioxide adsorption. Hence, the 2ffect of the flow rate on the rate of
carbon didxide acsorption by activated charcoal is only apnlicable when the
adsorber has adsorbed approximately 75% of its capacity. At that point, the
rate of carbon dioxide adsorption decreases as the flow rate increases.

POWER REQUIREMENTS

'n general, the equipment used in the test loop consisted of off-the-shelf
items. The electrical characteristics of the equipment used in the test lcop
are presented in Table 1V,

TABLE 1V
EQUIPMENT POWER CONSUMPTION

1 TEM VOLTS CURRENT (AMPS) POWER {WATTS)

Solenoid Valves

Inlet 26.5 DC 2.5 76
Qutlet 26.5 DC 2.5 76
Evacuation 26.5 AC 2.5 76

Recirculation Blower

160 liters/min 110 AC 4.3 73
340 liters/min 110 AC 7.1 781
Partial Evacuation Pump 110 AC 7.1 781




o

The blower is the only one of these items that would operate
continucisly if the system was subjected to actual flight operation.
The power requirements for the blower could be significantly improved
since the prime design consideration for this test blower was leak
tightness and a variable flow rate. Power consumpticn was not considered
in designing the test model, and it is therefore conceivable that
a savings up to 20 percent could be realized.

The valves operate only during the cycle changes, for periods slightiy
less than one second each. In & 2-canister system there wouid be six valve
cycles per system cycle (three valves opened and three valves ciosed). For
a system operating on 20-minute cycles, this would mean 18 valve cycles or
less than 18 seconds valve operation time for each hour of operation.

The total power consumed by the partial evacuation pump is det:rmined by
the amount of oxygen that can be removed using the partial evacuat.on pump.
The pump used for test purposes was an off-the-shelf item since i.5 only pur-
pose was to investigate the feasibility of this method of reducing gas losses.
Considerable improvements in power consumption, weight, and pumping times
would be necessary for an aerospace system, and would necessitate a major
design program.

Figure 27 shows the typical evacuation time of the canister following
adsorption from a humidified gas stream, vsing the partial evacuation pump.
The rate of pressure reduction in the canister is dependent on the capacity
of the partial evacuation pump. Figure 27 shows that the rate of pressure
reduction in the canister diminishes quite rapidly as the evacuation pump
approaches its ultimate pressure differential. The rate of pressure change
beyond 10 minutes is very low, and any gain in further evacuation woula
require excessive power.

Considering that there is only partial evacuation up to a pressure of
75 mm Hg the quantity of oxygen which can be recovered is easily determined.
Figure 11 shows the quantity of oxygen adsorbed by the activaied charcoal
and required to fill the voids. The residual oxygen remaining in the
system is 23 grams. With the system operating at 245 mm Hg an average of
74 grams of oxygen is required to completely fill the system and it permits
as much as 692 of the oxygen to be returned to the system. This overall
savings, however, is slightly offset by the fact that at the 75 mm Hg
pressure considered, approximately one gram of carbon dioxide is returned
to the system. This is determined by referring to figure 22 in conjunction
with figures 11 and 27.
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SECTION ¥

CONCLUSIONS AND RECOMMENDATIONS

Based on the test results, the following conclusions are pelieved 0

be justified for a closed regenerative carbon dioxids system using activated
charcosl.

Activated charcoal a5 a regenerat’ve adsorbent for carbon dioxide reroval
is feasible.

Oxygen ilosses from= the system were greater than had been anticipated but
the use of the partial evacuation pusp was showen 10 be a2 worthwhile method
frr r2ducing these losses. A development program wouid be necessary,
however, to design 2 pu= that is satisfaclory from a standpoint of weight,
pumping speed, and power consu=ptiion.

The actual quantities of the carbon dioxide adsorbed exceedad expactations.

Somz heat is evolvec¢ during the adsorption process, and it is likewise
adsorbed during the desorption process; therefore, this shousld present o
lcad to the environmental tecperature control syste=.

Yater vapor in the gas strezm reduces the asount of carbon dioxide adsorbed
by the charcoal, but the water is removed by the applicatiocn of vacuim. The
water vapor has no cu=ulative adverse effect on the abiiity of charcoal to
adsorb carbon dioxide,

A systea flcw rate of 340 liters per minute was 2pparentlv adequate for
adsorntion of the carbon dioxide at a rate of 100 g/hour. An analysis
system with no delav time would be beneficial for pinpointing the minizizm
flow rate that would give the required adsorpticn rate.

A weight optimized two man systex= can be developed which will weigh 23 kg
or Jess. The weights of the components ara:

Canister

3.6 ke
tharcoal 15.5 kg
Valves 2.3 kg
Biower 1.0 kg
Misc. Piusbing 1.6 kg

The partial evacuation p
testing would not be effi

"

ot ircluded because the one uvsed for
a an aciwal aerospace sysie=.

£
g,

re N
~a

Pressure drop through th

e charcoal bed is low and shows no significant
change after repeated cyci

ing.

Tests with human subiects would be the next logical step since this
would present an cpoortunity o observe the ability of the charcozl
to agsorb trace gas impurities in addition to carbon dioxice.

[P
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10.

More accurate quantitative results can be cobtained by using an open
system in vthich the carbon dloxide concentration of the inlet gas stream
is maintained constant throughout the test neriod. However, a closed
system, with a large plenum chamber in the circulav.ng system could
accomplish essentlally the same results. |t would be necessary however
for the volume of the chamber to be of sufficient size so that the small
quantity of carbon dioxide added to the cystem would not appreciably
affect the concentration of the recirculating gas stream.
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APPENDIX ¢
TEMPERATURE OF CHARCOAL DURING ADSORPTION (°C)

AT START AFTER AFTER AFTER
OF 5 10 20
C02 FLOW MIN. MIN. MIN
THERMOCOUPLE LOCATION A B A B A B A B
1. Ce~ter, top of upper bag. 29 2k 29 26 29 27 29 30
2. Two inches from center, top of upper
bag of charcoal. 29 24 29 26 29 27 29 30
3. Four inches from center, top of upper
bag of charcoal. 29 24 29 26 29 27 29 30
4. Five inches from center, top of upper
bag of charcoal. 29 24 29 26 29 27 29 30
5. Center. between top and second bag of
charcoal. 28 24 29 26 29 27 29 30
6. Two inches from center, between top
and second bag of charcoal. 28 2L 28 26 29 30 29 42
7. Four inches from center, between top
and seccnd bag of charcoal. 29 24 29 26 29 30 29 43
8. Five inches from center, between top
and second bag of charcoal. 29 24 29 26 29 30 31 43
9. Center between second and third bag
of charcos’ 29 24 29 29 29 36 31 43
10. Twe inches from center, between second
and third bag of charcoal. 28 24 28 29 28 36 29 43
11. Four inches from center, between second
and third bag of charcoal. 28 24 28 29 28 36 29 43
12. Five inches from center, between second
and third bag of charcral. 29 24 2 29 29 36 31 43
13. Center, be-.ween third and bottom bag
of charcoal. 28 24 29 32 29 42 31 43
4. Two inches from center, between third
and bottom bag of charcoal. 28 24 29 32 29 42 31 43
15. Four inches from center, between third
and bottom bag of charzoa'. 29 24 29 32 29 42 31 43
16. Five inches from center, betwecn third
and bottom bag of charcoal. 29 24 30 32 29 bz 31 43
17. Center, beneath the bottom bag of
charcoal. 29 24 30 32 28 32 31 32
18. Two inches from center, benezth the
bottem bag of charcoal. 29 24 30 32 29 32 31 32
19. Four inches from center, beneath the
bottom bag of charcoal. 29 2k 29 32 29 32 31 32
20. Five inches from center, beneath the
bottom bag of charccal. 29 24 ¢ 32 29 32 2t 32

A. DRY GAS
8. 50% RELATIVE HUMIDITY
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i APPENDIX 11
é TEMPERATURE OF C+ARCOAL DURING DESORPTION (OC)
% AT START AFTER AFTER AFTER
OF 5 10 20
: DESORPTION MIN. MIN. MIN.
H THERMOCGUPLE LOCATION A B A 3 A B A B
5 1. Center, top of upper bag. 22 L5 19 38 i7 36 17 36
. 2. Twe inches from center, top of upper
: bag of charcoal. 22 Ly 19 38 17 36 17 36
3. Four inches from center, tcp of upper
bag of charccal. 22 Ly 19 38 17 36 17 36
4, Five inches from center, top of upper
bag of charcaol. 22 44 19 38 17 36 17 36
5. Center between top and second bag of
chsrcoal 22 4y 19 38 17 36 18 36
6. Two inches from center, between top
and second bag of charcesl. 22 L4 19 38 17 36 18 36
7. Four inches from center, between top
and second bag of charcoal. 22 42 19 38 17 36 18 36
8. five ianches from center, beteen top
and second bag of charcoal. 22 42 19 38 17 36 18 32
9. Center, between second and third bag
of charcoal. 22 42 12 38 19 36 i8 32
10. Two inches from center, between second
and third bag of charcoal. 22 42 19 38 19 36 18 32
11. Four inches from center, between second
and third bag of charcoal. 22 42 19 38 i9 36 18 32
12. Five inches from c:nter, between second
and third bag of charcoal. 27 42 19 36 19 36 18 32
13. Center, between third and bottoin bag of
charcoal. 27 42 26 35 19 36 18 32
14. Two inches from center, between third
and bottom bag of charcoal. 27 42 20 36 19 36 i8 32
15. Four inches from center, between third
and bottom bag of charcoal. 27 L2 20 36 19 32 18 28
16. Five inches from center, between third
and bottom bag of charcoal. 27 42 20 36 19 32 18 28
17. Center, beneath the bottom bag of
charcoal. 27 32 21 36 21 18 20 13
18. Two inches from center, beneath the
bottosn bag of charcoal. 27 32 21 36 21 18 20 13
i9. Four inches from center, beneath the
bottom bag of charcoal. 27 2 21 36 21 18 2} 13
20. Five inches from center, beneath the
bottom bag of charcoal. 27 32 21 36 21 18 21 i3
3 A. DRY GAS
3 8. 50% REL/TIVE HUMIDITY

L2




APPENDIX 111

TEMPERATURE OF CHARCOAL BEFORE AND AFTER PRESSURIZING

BEFORE AFTER
THERMOCOUPLE LOCATION PRESSURIZING PRESSURIZING
T. Center, top of upper bag. 24 27
2. Two inches from center, top of upper bag of charcoal. 24 27
3. Four inches from center, top of upper bag of charcoal. 24 27
L4, Ffive inches from center, top of Jipper bag of charcoal. 25 27
5. Center, between top and second bag of charcoal. 25 27
6. Two inches from center, between top and second bag
of charccal. 24 27
7. Four inches from center, between top and second bag
of charcoal. 24 27
8. Five inches from center, between top and second ba,
of charcoal. 24 27
9, Center between second and third bag of charcoal. 24 27
10. Two inches from center, between second and third bag
of charcoal. 24 27
11. Ffour inches from center, between second and third bag
of charcoal. 24 27
12. Five inches from center, between second and third bag
of charceal. 25 28
13. Center, between third and bottom bag of charcoal. 24 27
14, Two inches from center, between third and bottom bag
of charcoal. 24 27
15. Four inches from center, between third and bottom
hag of charcoal. 24 27
16. Five inches from center, between third and bottom
bag of charcosl. 24 27
17. Center, beneath the bottom bag of charcoal. 24 27
18. Two inches from center, beneath the bottom bag of
chiarcoal. 24 27
19. Four inches from center, beneath the bottom bag of
charcoal. 24 27
20. Five inches from center, beneath the bottom bag of
charcoal. 25 27
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